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Abstract
Background: Diagnostics and disease-management strategies require technologies to enable the
simultaneous detection and quantification of a wide range of pathogenic microorganisms. Most multiplex,
quantitative detection methods available suffer from compromises between the level of multiplexing,
throughput and accuracy of quantification. Here, we demonstrate the efficacy of a novel, high-throughput,
ligation-based assay for simultaneous quantitative detection of multiple plant pathogens. The ligation
probes, designated Plant Research International-lock probes (PRI-lock probes), are long oligonucleotides
with target complementary regions at their 5' and 3' ends. Upon perfect target hybridization, the PRI-lock
probes are circularized via enzymatic ligation, subsequently serving as template for individual, standardized
amplification via unique probe-specific primers. Adaptation to OpenArrays™, which can accommodate up
to 3072 33 nl PCR amplifications, allowed high-throughput real-time quantification. The assay combines
the multiplex capabilities and specificity of ligation reactions with high-throughput real-time PCR in the
OpenArray™, resulting in a flexible, quantitative multiplex diagnostic system.
Results: The performance of the PRI-lock detection system was demonstrated using 13 probes targeting
several significant plant pathogens at different taxonomic levels. All probes specifically detected their
corresponding targets and provided perfect discrimination against non-target organisms with very similar
ligation target sites. The nucleic acid targets could be reliably quantified over 5 orders of magnitude with
a dynamic detection range of more than 104. Pathogen quantification was equally robust in single target
versus mixed target assays.
Conclusion: This novel assay enables very specific, high-throughput, quantitative detection of multiple
pathogens over a wide range of target concentrations and should be easily adaptable for versatile
diagnostic purposes.
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There is an ever-increasing demand for high-throughput,
standardized assays for the quantitative detection of mul-
tiple infectious agents in different disciplines, ranging
from clinical diagnostics, food safety, homeland security,
and environmental pest management to the evaluation of
treatment efficacy [1-4].
Current technologies for multiplex, quantitative analyses
frequently suffer from compromises between the level of
multiplexing, throughput and accuracy of quantification.
In general, for the detection of nucleic acids, microarrays
and macroarrays, can provide very high levels of multi-
plexing [5,6], but yield a limited range of accurate quanti-
tative information [7] and relatively low sample
throughput compared to real-time, quantitative PCR
(qPCR) [8,9]. At present, qPCR provides the most reliable
means of target quantification, and it is suitable for the
analysis of relatively large sample numbers [10,11]. Now-
adays, successful multiplex qPCR-based pathogen detec-
tion methodologies have been realized [12-14]; however,
due to a limited number of potential dyes, the attainable
level of multiplexing is low [9,15]. Moreover, the accuracy
of quantification in samples with unbalanced target ratios
is limited [16-18]. To guarantee accurate quantification
therefore, single targets with internal controls should be
analyzed, which results in a dramatic increase in the
number of reactions needed to be performed in large scale
screenings.
Recently, a conceptually new, high-throughput platform
has become available for real-time PCR, capable of
accommodating more than 3000 reactions per array [19].
The OpenArray™ has 48 subarrays, allowing parallel test-
ing of up to 48 samples, and each subarray contains 64
microscopic through-holes of 33 nl volumes (Figure 1A).
Primers are pre-loaded and dried down in user specified
holes. The holes function as capillaries, accurately self
metering sample and master mix added by an automated
loader. Hydrophilic holes and hydrophobic array-surface
coatings ensure the sample remains isolated through sur-
face tension.
Pre-formatted, high-throughput assays are very useful in
several fields of clinical and basic research. They lack,
however, the necessary flexibility and adaptability to
address rapidly changing needs in various diagnostic and
ecological fields. Further, the needs of these fields are
rarely addressed by pre-developed and commercially
available assays. Therefore, the possibility to develop new
applications for a universal, high-throughput real-time
PCR platform would be a significant advancement as it
increases user flexibility and lowers development cost.
There are a number of hurdles that have hampered the
development of efficient and reliable multiplex detection
systems. These include the need for high levels of sensitiv-
ity as well as specificity, coupled with quantitative, multi-
plex capabilities and high sample throughput. The assay
system described in this report incorporates the most
attractive features of several approaches to provide a
unique detection platform that combines multiplex tech-
nology with stringent diagnostic standards: (1) high spe-
cificity is achieved via the use of ligation-based
circularization probes, (2) real-time PCR methodology
provides excellent sensitivity and accurate quantification,
and (3) adaptation to the newly developed OpenArray™
technology facilitates high-throughput sample screening.
Here, we propose that a new, ligation based probe assay
can bridge the gap between highly specific target recogni-
tion and high-throughput, multiplex pathogen quantifi-
cation. Circularizable ligation probes (Padlock probes)
[20] have previously been applied successfully for multi-
plex pathogen detection [21], but do not allow quantifica-
tion. In the currently developed assay, the circularized
probes are amplified by using probe-unique primer pairs
via real-time PCR, enabling accurate target quantification
in a highly multiplex format. The utilized probes have
been termed PRI-lock probes and they consist of two tar-
get complementary regions, one at each terminus of the
probe (Figure 1B). The target complementary arms are
connected via a compound linker sequence, containing
unique primer binding sites, a generic sequence and a
desthiobiotin moiety for specific capture and release [22]
(Figure 1B). The primer binding sites were selected to
ensure optimal amplification under universal conditions
and lack of interaction during the ligation and PCR steps.
In the implemented strategy, mixtures of multiple PRI-
lock probes are ligated on fragmented DNA (Figure 1C).
Target recognition is achieved by specific hybridization of
both arm sequences, and efficient ligation occurs only if
the end nucleotides perfectly match the target [23]. There-
fore, the probes confer superior specificity [21,23]. After
ligation, the probes are reversibly captured via the
desthiobiotin moiety, treated with exonuclease (Figure
1C) and finally individually assayed via real-time PCR on
OpenArray™ plates (Figure 1D).
In this study, we characterize the quantification power of
circularizable ligation probes over a range of target con-
centrations and multiple target ratios and report the
development of a high-throughput, quantitative multi-
plex diagnostic assay. The specificity, sensitivity, linear
quantification range, and the dynamic detection range of
the developed assay were demonstrated using 13 patho-
gen specific PRI-lock probes, ligated on individual andPage 2 of 14
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Schematic overview of the proposed assayFigure 1
Schematic overview of the proposed assay. (A) OpenArray™ architecture. The OpenArray™ has 48 subarrays and each sub-
array contains 64 microscopic through-holes of 33 nl volume. The primers are pre-loaded into the holes. The sample combined 
with the reaction mix is auto-loaded due to the surface tension, provided by the hydrophilic coating of the holes and the 
hydrophobic surface of the array. (B) PRI-lock probe design. T1a and T1b indicate target complementary regions. Unique 
primer sites ensure specific amplification (forward: F1 and reverse: R1) and each PRI-lock contains a universal sequence (US) 
and a desthiobiotin moiety (dBio). (C) Multiple target specific PRI-lock probes are ligated on fragmented DNA samples. T1a 
and T1b bind to adjacent sequences of the target and in case of a perfect match, the probe is circularized by a ligase. The 
probes are captured via the desthiobiotin moiety using magnetic streptavidin-coated beads. The PRI-lock probes are washed 
and quantitatively eluted from the beads. Unreacted probes are removed by exonuclease treatment. (D) Circularized probes 
are loaded and independently amplified on the Biotrove OpenArray™ platform using PRI-lock probe specific primers. The 
amplification is monitored using SYBR-Green and the ligated PRI-lock probes are quantified based on the threshold cycle 
number (CT).
BMC Genomics 2007, 8:276 http://www.biomedcentral.com/1471-2164/8/276mixed target DNAs, followed by real-time PCR on Ope-
nArrays™.
Results
PRI-lock probe design and evaluation of assay 
performance
The newly designed probing system was experimentally
tested using 13 PRI-lock probes engineered to detect sev-
eral economically important plant pathogens at different
taxonomic levels (Table 1). The target complementary
regions were selected as previously described, and the spe-
cificity of the probes was verified [21]. Unlike padlock
probes, each of the PRI-lock probes was designed with
unique primer binding sites allowing quantitative detec-
tion. The PRI-lock probes were also engineered with a
desthiobiotin moiety between the primers sites for revers-
ible PRI-lock probe capture, washing and release using
streptavidin-coated magnetic beads. The introduction of
this additional purification step removes excess non-tar-
get DNAs and possible enzyme-inhibiting compounds,
resulting in increased efficiency of exonuclease treatment
and reduced assay background (data not shown).
In the demonstrated assay, the pathogen detection and
quantification are dependent on the ligation and real-
time PCR amplification steps. To provide more precise
quantification and to correct for the variability arising
from the ligation reaction, we designed an Internal Liga-
tion Control (ILC) PRI-lock probe (Table 1) targeting an
internal ligation control DNA template. In addition, a
PCR control was developed to monitor differences in PCR
efficiency.
The developed PRI-lock probe system was validated in
several steps. To evaluate the specificity of the designed
PRI-lock probes, a mixture of 14 probes (13 target probes
plus one internal ligation control) was ligated on various
individual DNA targets. The samples were screened for
amplification with all the individual PRI-lock probe spe-
cific primer pairs in conventional real-time PCR. All the
target sequences were specifically detected without excep-
tion (Table 2) and no amplification of ligated PRI-lock
probes with other, non-cognate primer pairs occurred
(data not shown). In this and all subsequent experiments,
the amplification efficiency of the PCR control was found
to be uniform (data not shown) and the CT values were
Table 1: Target complementary regions and unique primer sequences for the PRI-lock probes.
Targeted species/group 5' Target complementary 
sequence (5'-3')
3' Target complementary 
sequence (5'-3')
Forward primer sequence 
(5'-3')
Reverse primer sequence 
(5'-3')
Phytophthora spp. TATCTAGTTAAAAGCAG
AGACTTTCGTC
CTGCTGAAAGTTGC TACGAACGTCTTAGCA
CTCC
GGTGTTGATTCGCGTC
TACT
P. infestans TCGATTCGTGGTATGGT
TGGCTTCGGCT
CGTTAATGGAGAAATGC AGAGTCGGTAGGCACT
ATGG
CGTATGTCGAATGCAG
CTGA
R. solani AG 2-2 TCTGCCTCACAGGTTCA
CAGGTGTGTGTGG
TTCCCGTCCATGTC GAGTTCCCGTGCGTTA
GATC
TACGGCGCTTGGGAC
ATGAT
R. solani AG 4-1 GGTCCAATAAAGTTCCT
TCCCCCCTAGAAAA
AGTCCAA_GGAGAGTA_
__
CGTGTCCATCGAGCTG
CATA
GACGGCATTCAGAGT
ACGCT
R. solani AG 4-2 GACTTCTGTCTACTTAAT
TCATATAAACTCAATT
CTT_CTACTCCCCCTT_ CTGCCTGTGACTCGTG
TATC
AGACCGTATCGTCCA
CAGTG
F. oxysporum GCGAGTCCCAACACCAA
GCTGTGCTTG
GGAACGCGAATTAAC_ CTGGTGCATGTACTCG
ACTG
ATCAGATCGACTCGGT
AGCT
M. roridum CGGTGGTGGCCATGCC
GTAAAACACC
ACTCGCATTGGAGCT CATCCAGCTCAACGTA
TCCA
CCTACTGTGACGCTGT
GATG
V. dahliae TTTATACCAACGATACTT
CTGAGTGTT
CATCAGTCTCTCTG ATCTGGATCAACGTCG
CGCT
ATACAGTCGTCGGGG
TCGAA
V. alboatrum/V. tricorpus TTTATACCAACGATACTT
CTGAGTGTTCTTAGTGA
AC
GTACATCAGTCTCTTTA GCATCGGGTTCACGCC
TATA
TGAAGCACTGACACG
CGAAG
M. hapla GTTTATCGTTGTGAATG
GCTGTCGCTGGTG
ATTCGAATAGTCTCAAC TATGGGTCTTGCTGAT
ACGC
TCCGTCTGTTGAGTTA
GGCC
E. carotovora carotovora AAAACCTGTGCGTTCAT
CGATGCTGAACAT
TCAACGCGAAGGA AGAATCGTACACGCTG
CTGG
AATACGACTGACACGA
GCTG
A. tumefaciens TCCGGTTGATAGTTGAG
GACAGCATTGGAC
GTTGGTCGTCCGCT CAATACCTGTGACGAG
CTGG
ACCCGGTCACTCAGC
ATATA
G. Proteo bacterial spp. GGCCTTCTTCACACACG
CGGCATGGCTGCA
GCTTTACAACCCGAA ACAGGTCATCGAACTC
TCAC
AGAACACGTCAGAGG
TCCGT
Internal Ligation 
Control (ILC)
GGGAGAACACTGCGTG
GTTTTCACATAC
GCTTGTGCCTCTCGA CTATCGCGTGCTAGTC
GTCT
ATTCTAATCAATCGTC
GCGG
Nucleotides highlighted in bold font, indicate polymorphism within the target group. Nucleotides or gaps owing to deletions used to discriminate 
from most similar, non-target sequences, are underlined. (No such sequence was found for the PRI-lock probes G. Proteo bacterial spp. and A. 
tumefaciens)Page 4 of 14
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ther ensure specificity towards the targeted pathogens, 3
non-target organisms with very similar ligation sites (1, 3
and 7 mismatches compared to the perfect ligation
sequence) for the PRI-lock mixture were tested. The rest of
the probes discriminated their targets from the most sim-
ilar non-target sequence based on more than 7 mis-
matches and were not tested. In agreement with previous
results [21], no signal was observed in the presence of the
non-target organisms with very similar ligation sites
(Table 3), demonstrating the specific target recognition by
the designed PRI-lock probes.
To evaluate the performance of the PRI-lock system in a
multiplex setting, the probe mix was ligated on several tar-
get DNA mixtures and analyzed in conventional real-time
PCR. Multiple target DNA sequences were detected with
no statistically significant change in the observed CT val-
ues compared with the CT values observed for single-tar-
get detection (Table 2).
In diagnostic applications, we expect to quantify several
target organisms over large concentration differences.
Thus, to investigate the sensitivity and linear quantifica-
tion range of the PRI-lock probe system in conventional
real-time PCR, a 10-fold dilution series of a Phytophthora
infestans target was detected and quantified. As shown in
figure 2B, a linear quantification range of 6 orders of mag-
nitude was achieved with a sensitivity of 103 P. infestans
target copies/μl initial ligation mixture. Moreover, the cor-
relation between the logarithmic target concentration in
the ligation mixture and the observed CT value was very
high (R2 = 0.995). All the other PRI-lock probes showed
similar results (data not shown), demonstrating that the
PRI-lock system can be used for reliable quantification
over a wide concentration range.
Application of the PRI-lock based multiplex quantitative 
detection on the Biotrove OpenArray™ platform
On a conventional real-time PCR machine, analysis of a
single sample however, would typically require 14 sepa-
rate reactions, one for each probe, making large scale
screenings time consuming, laborious and expensive. A
solution was offered by the Biotrove OpenArray™ system,
which provides a platform for the parallel analysis of 48
samples against the 14 PRI-lock probes. To compare the
performance of the PRI-lock system in the Biotrove Ope-
nArray™ with the performance in conventional real-time
PCR, samples containing single or multiple targets were
ligated and analyzed on the Biotrove OpenArray™ plat-
form. The obtained CT values were found to be similar to
the CT values observed in the conventional real-time PCR
(Table 2), although the number of target copies per PCR
was lower in the OpenArray™. Similarly to the standard
real-time PCR platform, a linear quantification range of 6
orders of magnitude was achieved with a sensitivity of 103
P. infestans target copies/μl initial ligation mixture (Figure
2B).
Table 2: Specificity and multiplexing of the PRI-lock probe system in conventional real-time PCR and in the Biotrove OpenArray™ for 
single and multiple targets.
Single target Multiplex mix 1 Multiplex mix 2 Multiplex mix 3
PRI-lock Probe CT(AB) CT(BT) CT(AB) CT(BT) CT(AB) CT(BT) CT(AB) CT(BT)
Phytophthora spp. 15.5 (0.14) 16.4 (0.17) 15.7 (0.10) 16.7 (0.25) 16.1 (0.04) 16.8 (0.12) 16.3 (0.16) 15.9 (0.09)
P. infestans 14.8 (0.12) 15.4 (0.18) -- -- 15.2 (0.08) 15.7 (0.12) 15.1 (0.02) 15.0 (0.08)
A. tumefaciens 16.4 (0.24) 16.2 (0.04) -- -- -- -- 15.8 (0.28) 15.9 (0.06)
G. Proteo bacterial 
spp
17.0 (0.11) 17.7 (0.08) -- -- -- -- 17.7 (1.03) 17.1 (0.04)
M. roridum 16.2 (0.07) -- 16.4 (0.02) 17.2 (0.05) -- -- 16.7 (0.12) 17.0 (0.16)
F. oxysporum 17.4 (0.11) -- -- -- -- -- 17.2 (0.08) 17.3 (0.04)
E. carotovora 
carotovora
15.1 (0.15) -- -- -- -- -- 15.2 (0.24) 15.4 (0.05)
V. dahliae 16.9 (0.01) -- -- -- -- -- 16.1 (0.04) 15.8 (0.03)
V. alboatrum/V. 
tricorpus
19.6 (0.11) -- -- -- -- -- 19.9 (0.29) 18.0 (0.10)
M. hapla 17.0 (0.30) -- -- -- -- -- 18.2 (0.23) 16.9 (0.11)
R. solani AG 2-2 16.3 (0.03) -- -- -- 15.8 (0.10) 17.1 (0.12) 16.2 (0.03) 16.2 (0.04)
R. solani AG 4-1 14.0 (0.02) -- -- -- 14.6 (0.13) 15.0 (0.11) 14.5 (0.13) 14.4 (0.09)
R. solani AG 4-2 19.3 (0.10) -- -- -- 19.5 (0.14) 20.0 (0.18) 19.3 (0.07) 18.8 (0.03)
The PRI-lock probes were ligated on 106 targets/μl ligation mixture. CT values were normalized using the ILC control PRI-lock probe. Data 
represent average CT values of three PCR replicates in the conventional real-time platform (n = 3) and of four PCR replicates in the Biotrove 
OpenArray™ (n = 4). Standard deviations are indicated between brackets. AB: samples run on the conventional real-time PCR platform. BT: 
Samples tested on the Biotrove OpenArray™ platform. Multiplex mix 1: P. soj. and M. ror. DNA. Multiplex mix 2: P. inf., R. sol. AG 2-2, R. sol. AG 4-
1 and R. sol. AG 4-2 DNA. Multiplex mix 3: ligation mixture containing all the DNA targets indicated in table 2. --: not tested.Page 5 of 14
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the inter-array variation of the OpenArray™ platform and
the assay-to-assay reproducibility of the PRI-lock probe
based quantification. To test the inter-array PCR variation,
a PRI-lock probe mixture ligated on a 10-fold dilution
series of P. infestans target was assayed in triplicate on
three separate arrays (Figure 3A). The standard deviations
of the data points ranged from 0.05 to 0.71 CT values,
indicating a low inter-array variation. Next, a dilution
series of P. infestans target DNAs was quantified by per-
forming each ligation reaction in triplicate. (Figure 3B).
The observed assay-to-assay variability was low, with
standard deviations ranging from 0.18 to 0.58 CT values.
Assay-to-assay reproducibility tests using the other PRI-
lock probes showed similar results (data not shown),
demonstrating the high reproducibility and quantitative
reliability of the PRI-lock probe detection system across
multiple assays.
Quantification and validation
To enable accurate pathogen quantification of unknown
samples, calibration curves were constructed for each of
the 13 PRI-lock probe targets. Because the ligation of dif-
ferent probes is independent, the calibration curves could
be constructed based on CT values measured in a multi-
plex setting. The PRI-lock probes were ligated on a 10-fold
dilution series of all target DNA sequences and amplified
in the Biotrove OpenArray™ platform. The obtained cali-
bration curves showed that all the target pathogens were
quantified over at least 5 orders of magnitude (Table 4).
(A) Performance of the internal ligation controlFigur  2
(A) Performance of the internal ligation control. The PRI-lock probe mixture was ligated using varying ligation reaction tem-
peratures on a 10-fold serial dilution of P. infestans target and amplified in conventional real-time PCR using the P. infestans and 
the ILC PRI-lock probe specific primer pairs. The P. infestans PRI-lock probe CT value was normalized using the ILC CT value as 
described in the Materials and Methods section. P. infestans CT values without normalization (x). Normalized P. infestans CT val-
ues (▪). (B) Calibration curves to assess the sensitivity and linear range of quantification of the P. infestans PRI-lock probe in 
conventional real-time PCR (red) and in the Biotrove OpenArray™ platform (green). The PRI-lock probe mixture was ligated 
on a 10-fold P. infestans target dilution series and amplified in real-time PCR using the P. infestans PRI-lock probe specific primer 
pair. CT values were normalized using the ILC control PRI-lock probe. Data represent average CT values of six PCR replicates 
(n = 6). The standard deviation error bars fall within the data squares.Page 6 of 14
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tion and the observed CT value was very high for all the
detected pathogens (lowest R2 = 0.984, average R2 =
0.993).
The corresponding calibration equations enable us to
determine the absolute number of targets in the analyzed
samples. To demonstrate this, we tested samples of
known amounts of DNA targets in different ratios as well
as genomic DNAs in different concentration ratios. First,
known amounts of Phytophthora sojae and Erwinia caro-
tovora carotovora DNA targets were mixed in reciprocal
ratios of 1:103 and 1:104 (Table 5). The calculated target
numbers/μl ligation mixture based on the observed CT
values in combination with calibration formulas, were
very similar to the original target inputs (Table 5). Second,
the assay was evaluated using artificial mixtures of differ-
ent ratios of genomic DNA concentrations. Using the cal-
ibration formulas of the corresponding PRI-lock probes
and the observed CT values, the original target number for
each detected target was calculated (Table 6). In the first
example, an input of 100 pg Fusarium oxysporum gDNA/μl
ligation mixture resulted in a CT value for the F. oxysporum
PRI-lock probe of 17.2. With the corresponding calibra-
tion formula for the F. oxysporum PRI-lock probe, we cal-
culated that in the original ligation sample 106.3 copies F.
oxysporum targets/μl ligation mixture were present (Table
6). In the second example, 100 times less F. oxysporum
DNA was added compared to the first sample. In this case,
the observed CT value of 24.5 yielded a calculated copy
number of 104.2 F. oxysporum targets/μl ligation mixture,
closely matching the actual 100 times difference in target
input (Table 6).
Discussion
In this study, we demonstrated a specific, multiplex, PRI-
lock probe-based, high-throughput detection assay using
the Biotrove OpenArray™ platform for the detection and
quantification of plant pathogens. The described applica-
tion serves as a model for the development of rapid,
molecular detection systems that offer an unprecedented
combination of specificity, high throughput capabilities
and robust target quantification.
To evaluate the designed PRI-lock probes and correspond-
ing primer pairs, the probes were ligated on single target
sequences and tested using conventional real-time PCR.
In all cases, the targets were correctly detected and no false
positives were observed, indicating highly specific ligation
of the PRI-lock probes on their respective targets. Further-
more, a ligation reaction performed on non-target organ-
isms with very similar ligation target sites did not result in
detectable fluorescent signals. In agreement with the
results obtained previously [21], we demonstrated that
the PRI-lock probe system could discriminate non-target
sequences on a single nucleotide difference. This is of
prime importance, because non-target organisms with
very similar ligation target sites might be present in diag-
nostic samples. In addition, the influence of multiple tar-
gets on PRI-lock probe based detection was tested, and it
was demonstrated that the presence of multiple targets
had no statistically significant influence. Our multiplex
detection system provided truly independent detection of
the different pathogens, with no evidence of inhibition
due to possible ligation competition.
Calibration curves to assess the reproducibility of the Bio-trove OpenAr ay™ platform and the PRI-lock systemFigu e 3
Calibration curves to assess the reproducibility of the Bio-
trove OpenArray™ platform and the PRI-lock system. (A) 
Inter-array variation: The PRI-lock probe mixture was ligated 
on a 10-fold serial dilution of P. infestans target and amplified 
on the Biotrove OpenArray™ platform. Samples were 
tested on three different OpenArrays™ (n = 3). Data repre-
sent averages of six PCR replicates (n = 6). The error bars 
represent the standard deviations. (B) Assay-to-assay repro-
ducibility: Three separate whole assay repeats ligation reac-
tions were performed on 10-fold serial dilution of P. infestans 
target and amplified in the Biotrove OpenArray™ platform. 
Data represent averages of 3 separate ligation experiments 
(n = 3) with each, four PCR replicates (n = 4). CT values were 
normalized using the ILC PRI-lock probe. The error bars 
represent the standard deviations (Sometimes the standard 
deviation error bars fall within the data squares).Page 7 of 14
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Table 5: PRI-lock assay validation. Analysis of target DNAs mixed in different ratios.
Template (Log10 target
(copy number/μl ligation reaction))
Ratio Observed CT values (SD) in PRI-lock 
specific PCR
Observed pathogen template (SD)
(Log10 target (copy number/μl 
ligation reaction))
P. sojae E. carotovora 
carotovora
Phytophthora spp. E. carotovora 
carotovora
Phytophthora spp. E. carotovora 
carotovora
8 5 1000: 1 9.4 (0.30) 19.3 (0.23) 7.9 (0.08) 4.9 (0.07)
8 4 10000: 1 9.3 (0.06) 22.7 (0.34) 8.0 (0.02) 3.9 (0.10)
5 8 1: 1000 20.6 (0.20) 8.8 (0.14) 4.8 (0.06) 7.9 (0.04)
4 8 1: 10000 24.2 (0.80) 8.9 (0.07) 3.8 (0.22) 7.8 (0.02)
Target numbers were calculated using the CT values and the corresponding calibration curves. Data represent 2 ligation replicates (n = 
2), each with 4 qPCR replicates (n = 4).
Table 4: Quantification and sensitivity of the developed assay on the Biotrove OpenArray™ platform.
PRI-lock probe Calibration curve 
formula
R2 value Detection limit (copy 
number/μl ligation 
mixture)
Linear quantification 
range (copy number/μl 
ligation mixture)
Phytophthora spp. y = -3.61x + 38.1 0.995 104 108 – 104
P. infestans y = -3.31x + 35.7 0.989 103 108 – 103
R. solani AG 2-2 y = -3.49x + 37.9 0.994 104 108 – 104
R. solani AG 4-1 y = -3.49x + 35.8 0.994 103 109 – 103
R. solani AG 4-2 y = -3.35x + 39.2 0.998 103 108 – 104
F. oxysporum y = -3.47x + 39.1 0.990 104 108 – 104
M. roridum y = -3.15x + 36.6 0.984 104 109 – 104
V. dahliae y = -3.42x + 36.3 0.996 103 108 – 103
V. alboatrum/V. tricorpus y = -3.40x + 38.8 0.991 103 108 – 104
M. hapla y = -3.39x + 38.1 0.989 104 108 – 104
E. carotovora carotovora y = -3.51x + 36.3 0.997 103 109 – 103
A. tumefaciens y = -3.36x + 36.5 0.995 103 108 – 103
G. Proteo bacterial spp y = -3.51x + 38.1 0.995 104 108 – 104
(x) = Log10(copy number target input/μl ligation mixture). (y) = CT value.
Table 3: Specificity of the PRI-lock probe system in conventional real-time PCR and in the Biotrove OpenArray™ for non-target 
organisms with closely related ligation sites.
Pythium undulatum cnt Phytophthora 
spp.(1)
Phytophthora sojae cnt P. infestans (3) Myrothecium verrucaria cnt M. roridum 
(5)
PRI-lock Probe CT(AB) CT(BT) CT(AB) CT(BT) CT(AB) CT(BT)
Phytophthora spp. nd nd 15.5 (0.11) 16.1 (0.10) nd nd
P. infestans nd nd nd nd nd nd
M. roridum nd nd nd nd nd nd
The PRI-lock probes were ligated on 106 targets/μl ligation mixture. CT values were normalized using the ILC control PRI-lock probe. 
Data represent average CT values of three PCR replicates in the conventional real-time platform (n = 3) and of four PCR replicates in 
the Biotrove OpenArray™ (n = 4). Standard deviations are indicated between brackets. AB: samples run on the conventional real-time 
PCR platform. BT: Samples tested on the Biotrove OpenArray™ platform. Number of discriminating nucleotides in the ligation region 
are indicated between brackets. nd: not detectable. cnt: closest non target.
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quantification of several orders of magnitude. Ligation of
short oligonucleotides was previously used successfully
for the characterization of gene expression and gene copy
number [24,25]. In these cases, however, the potential tar-
get concentration range was much lower. We showed that
ligation of PRI-lock probes can reflect well the target
quantity over at least 5 orders of magnitude.
The sensitivity of detection was determined by testing a
10-fold dilution series of ligation targets for all the PRI-
lock probes. Sensitivities of 103 and 104 target copies/μl
initial ligation mixture were achieved, depending on the
PRI-lock probe. Assuming e.g. an average rRNA gene copy
number of 200 times per fungal or oomycete genome, our
assay would require between 50 and 500 target genomes
per 10 μl initial ligation mixture for reliable detection. For
organisms with lower rRNA copy numbers, such as bacte-
ria, the assay would require more target genomes input
compared to the previous example. However, the final
input in the nanoliter real-time reactions is only a fraction
of the original ligation mixture (< 0.1%). To increase the
final assay detection sensitivity, not the ligation sensitivity
but the copy number input of ligated PRI-locks per nano-
liter reaction should be increased. Compared with other
circularization probe-based assays, we already increased
the applied PRI-lock probe concentration in our assay
[21,26,27]. Increasing the PRI-lock probe concentration
in the ligation mixture even further does not seem to yield
further gains in sensitivity (not shown). A pre-amplifica-
tion of the ligated PRI-lock probes therefore, could serve
as an alternative strategy to increase the final assay sensi-
tivity. PCR-based amplification however, often leads to
amplification biases, changing the ratios between targets
in the original biological sample [28]. Non-PCR-based
strategies, like linear amplification, have been shown to
minimize amplification biases and generally conserve the
target ratios originally present in the template mixture
[29,30]. Incorporating a strategy with a linear amplifica-
tion of the ligated probes into the PRI-lock based detec-
tion assay, therefore, seems to represent a potential way of
increasing detection sensitivity, without compromising
quantitative power.
The target copy number used as template in the OpenAr-
ray™ is lower than the copy number in the conventional
real-time PCR. Despite the lower copy number input, the
observed CT values and the linear detection range of the
developed PRI-lock system were about the same for the
two real-time platforms (Figure 2B). It is known that, in
nanoliter reactions, the concentration of the amplified
products reaches the threshold concentration needed to
provide a significant fluorescent signal sooner than in
microliter reactions [31]. This property was previously
exploited to detect as little as one template molecule in
nanoliter PCR amplifications, without the need to
increase the PCR assay cycle number [19,31]. Together
with the improved CT calling algorithm of the Biotrove
OpenArray™ platform [19], this results in a performance
equal to conventional real-time PCR despite the reduction
in template target copy number.
The robustness of the PRI-lock system was tested by ana-
lyzing the inter-array variation of the OpenArray™ plat-
form and the assay-to-assay reproducibility of the PRI-
lock probes. Both, the inter-array and assay-to-assay vari-
ation were very low, demonstrating the reproducibility
and quantitative reliability of the PRI-lock detection assay.
The developed quantitative multiplex detection assay was
validated by testing various artificial mixtures of target
DNAs. We demonstrated that the calculated number of P.
infestans and E. carotovora carotovora input targets, based
on the observed CT values and the corresponding calibra-
tion formulas, were highly similar to the actual P. infestans
Table 6: PRI-lock assay validation. Analysis of genomic DNA targets mixed in different ratios.
Genomic DNA template (pg/μl ligation mixture) Log10 target (copy number/μl ligation mixture) (SD)
F. oxysporum P. fragariae M. roridum R. solani 
AG 4-1
R. solani 
AG 4-2
E. c. c. F. oxysporum P. fragariae M. roridum R. solani 
AG 4-1
R. solani 
AG 4-2
E. c. c. Gamma Proteo 
bacterial spp.
100 100 100 -- -- 10 6.3 (0.10) 6.8 (0.08) 6.8 (0.07) -- -- 3.5 (0.09) 4.6 (0.10)
1 0.1 100 -- -- -- 4.2 (0.12) 3.6 (0.27) 6.7 (0.05) -- -- -- --
100 0.01 0.01 -- -- 100 6.1 (0.14) nd nd -- -- 4.4 (0.08) 5.5 (0.13)
10 100 1 -- -- 1 5.1 (0.08) 6.8 (0.09) 4.4 (0.11) -- -- 2.8 (0.17) 3.5 (0.11)
10 0.01 1 -- -- 10 5.2 (0.17) nd 4.5 (0.04) -- -- 3.5 (0.20) 4.5 (0.16)
10 0.001 1 -- -- 0.01 5.1 (0.09) nd 4.4 (0.20) -- -- nd nd
10 1 0.1 -- -- 100 5.1 (0.15) 4.6 (0.14) 3.3 (0.04) -- -- 4.4 (0.07) 5.4 (0.05)
10 10 10 10 10 10 5.0 (0.07) 5.6 (0.05) 5.4 (0.06) 4.3 (0.08) 5.0 (0.20) 3.2 (0.23) 4.3 (0.08)
-- -- -- 100 1 -- -- -- -- 5.7 (0.06) 4.0 (0.23) -- --
0.1 -- -- 1 -- 10 3.8 (0.20) -- -- 3.3 (0.16) -- 3.5 (0.10) 4.6 (0.10)
Target numbers were calculated using the CT values and the corresponding calibration curves. Data highlighted in bold font, indicate data outside the linear range. Data 
represent 2 ligation replicates (n = 2), each with 4 qPCR replicates (n = 4). Nd: not detectable. E.c.c.:Erwinia carotovora carotovoraPage 9 of 14
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ther test, P. infestans and E. carotovora carotovora targets
were mixed in different ratios, using target concentrations
within the linear detection range of the entire probe set.
For both targets, a reciprocal dynamic range of 104 was
established in a background of 20 ng non-target DNA. The
observed dynamic range is an improvement over most
previously developed multiplex pathogen detection
assays, where the dynamic range was often limited to
100–1000 [21,32]. In the Biotrove OpenArray™ platform,
target PCR amplifications are completely independent of
each other, and, consequently, no PCR competition
among the different ligated PRI-lock occurs. The dynamic
range of detection in the PRI-lock detection assay is there-
fore, as long as the PRI-lock probes ligate on their respec-
tive targets, practically unlimited. Finally, artificial
mixtures of genomic DNAs in different concentration
ratios were tested. The components of the pathogen mix-
ture were identified, and the original target input was cal-
culated using the calibration formulas. Moreover, the
ratios of the targets among the different ligation samples
were correctly identified as well. The consistent, 10-fold
discrepancy in observed target amounts between the E.
carotovora carotovora and G. Proteo bacterial PRI-lock
probes is a consequence of the different ligation regions
for each probe within the genomic DNA of E. carotovora
carotovora. Apparently, the copy number of the 16S rRNA
gene detected by the G. Proteo bacterial PRI-lock is approx-
imately 10-fold higher than the recA gene detected by the
E. carotovora carotovora PRI-lock probe.
Circularization probes have previously been applied suc-
cessfully for the detection of multiple plant pathogens in
diagnostic samples [21], but without the ability to quan-
tify target numbers. To our knowledge, this report
presents the first time that numerous plant pathogens
could be simultaneously and accurately quantified using
specific circularization probes in a single assay. For future
applications, however, higher multiplexing is intended
and therefore, the number of PRI-lock probes will be
increased. Currently, assay background is considered as
the biggest obstacle for increasing the level of multiplex-
ing in traditional circularization probe-based diagnostic
assays. Traditional circularization probes contain generic
primer sites for PCR amplification [21]. Multiplex PCR via
general primer sites carries the potential for competition
during amplification, with a cumulative increase in back-
ground, which reduces assay sensitivity. In contrast, each
PRI-lock probe carries a unique pair of primer binding
sites, unrelated to the sequences of all the other probes.
Circularized PRI-lock probes can therefore be amplified
individually. Increasing the level of multiplexing would
not be expected to increase the background signal. To fur-
ther guarantee low background, even in highly multiplex
settings, we are currently developing a universal TaqMan®
probe which hybridizes to the generic sequence incorpo-
rated in all the PRI-lock probes. In addition, including a
universal TaqMan® probe should speed up data analysis,
and therefore sample throughput, since there is no need
to conduct amplicon dissociation curve analysis. Given
the independent PCR amplification of the ligated PRI-lock
probes and the three slide capacity of the OpenArray™ NT
Cycler, it should be feasible to engineer ultra-high
throughput arrays for the quantitative detection of hun-
dreds of targets simultaneously.
Conclusion
To date, most multiplex pathogen detection has been per-
formed using traditional hybridization microarrays
[8,33]. Although such platforms typically allow highly
multiplex detection, they generally offer relatively low
sample throughput and yield limited quantitative infor-
mation compared to qPCR [34]. In this study, we
described a high-throughput diagnostic system that com-
bines very specific multiplex pathogen detection with
accurate quantification over a range of target concentra-
tions. The PRI-lock probes, combined with the OpenAr-
ray™ system, offer a flexible and adaptable design of high-
throughput, quantitative multiplex detection assays, since
the target recognition is separated from further down-
stream processing. It should be noted, although we have
demonstrated that large quantities of non-target DNA do
not influence the accuracy of PRI-lock probe-based detec-
tion, PRI-lock performance remains to be examined
within field applications. The PRI-lock system described is
readily modifiable and expandable to include an almost
unlimited range of potential targets, providing an easily
accessible platform for versatile diagnostic applications.
Methods
Nucleic acids used in the study
Microorganisms were derived from the culture collection of
Plant Research International BV (Table 7). Genomic DNAs
from all microorganisms were isolated using the Puregene
Genomic DNA isolation kit (Gentra/Biozym, Landgraaf, the
Netherlands) according to the manufacturer's instructions.
Ligation targets for assay optimization were generated using
500 pg extracted genomic DNA as PCR template. The Inter-
nal Transcribed Spacer (ITS) regions of the fungal and oomy-
cetal rRNA operons were amplified using the primers ITS1
and ITS4 [35] and the ITS region of Meloidogyne hapla spp.
was amplified using the primers F194 and F195 [36].
Sequences of the primers for partial amplification of the bac-
terial 16S rRNA genes were derived from Rochelle et. al. [37]
and the Erwinia carotovora carotovora recA gene was amplified
using general recA primers [38]. Primers (forward 5'-
CTAATTTTCGGTCCAACT-3', reverse 5'-GCTTAACTCT-
GGCCTTG-3') for partial amplification of the Agrobacterium
tumefaciens ipt gene were designed using Oligo 6.0 software
(Molecular Biology Insights, Inc., Cascade, USA). For eachPage 10 of 14
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40 cycles consisting of a 30 s incubation at 95°C, an anneal-
ing step at 60°C for 30 s (ITS), 55°C for 60 s (16S), 47°C for
60 s (recA), or 50°C for 30 s (ipt), and an elongation step at
72°C for 60 s. After the last cycle, the reaction was immedi-
ately cooled to 4°C. The PCR amplicons of the different
microorganisms were purified using the QIAquick® PCR
Purification Kit (QIAGEN GmbH, Hilden, Germany) and
quantified by comparison to a DNA ladder after gel electro-
phoresis. Subsequently, the number of copies per μl PCR
product of each amplicon was calculated.
 A PCR control was developed to monitor differences in PCR effi-
ciency within and between different 96-wells plates and different
OpenArrays™. To this end, a 99 bp PCR control template (5'-
CTAACGAATCTGGGACGTGCATCCGGTCTCATCGCTGAATCG
CTCGTGAGGGCAGGGCCGGGAGGGGGGTCCGCAGGCG-
CAACACTGTAGTCGGTGCTA-3') was amplified using the for-
ward 5'-CTAACGAATCTGGGACGTGC-3' and reverse 5'-
TAGCACCGACTACAGTGTTG-3' primer pair. 
The PRI-lock probes listed in table 1 and all the other oligo-
nucleotides used in this study, were synthesized by Eurogen-
tec SA (Seraing, Belgium)
PRI-lock probe design
The PRI-lock probe target complementary regions were
engineered according to previously described design crite-
ria [21] and were connected by a 60 bp compound linker
sequence. The linker sequence contained a 20 bp, generic
sequence and two, unique primer binding sites for specific
PCR amplification (Table 1). All primer pairs have equal
melting temperatures to allow universal SYBR-Green
based detection in real-time PCR. The primer pairs were
chosen from GeneFlex™ TagArray set (Affymetrix) so as to
minimize PRI-lock probe secondary structures and opti-
mize both, primer TM and primer specificity. Potential for
secondary structures, primer TM and primer specificity
were predicted using Visual OMP 5.0 software (DNA Soft-
ware Inc., Michigan, USA). The prediction parameters
were set to match ligation ([monovalent] = 0.025 M;
[Mg2+] = 0.01 M; T = 65°C, [probe] = 250 pM) and PCR
conditions ([monovalent] = 0.075 M; [Mg2+] = 0.005 M, T
= 60°C). When necessary, PRI-lock probe arm sequences
were adjusted to avoid strong secondary structures that
might interfere with efficient ligation as described previ-
ously [21].
Between the primer sites we introduced a thymine-linked
desthiobiotin molecule for specific capturing and release
with streptavidin-coated magnetic beads. The rationale of
using desthiobiotin instead of biotin is the approximately
1000 times lower affinity for streptavidin [22,39], which
permits the reversible release of the PRI-lock probes (see
below).
Ligation
PCR fragments and genomic DNAs were used as templates
for ligation in the indicated amount. Prior to ligation,
genomic DNA was fragmented by digestion using EcoRI,
HindIII and BamHI (New England Biolabs Inc., Ipswich,
USA) for 15 min at 37°C. Cycled ligation was performed
in 10 μl reaction mixture containing 20 mM Tris-HCl, pH
9.0, 25 mM KCH3COO, 10 mM Mg(CH3COO)2, 1 mM
NAD, 10 mM DTT, 0.1 % Triton X-100, 20 ng sonicated
salm sperm DNA and 20 U Taq ligase (New England
Biolabs Inc., Ipswich, USA). Titration experiments with
different concentrations of individual PRI-lock probes
were performed to achieve comparable PRI-lock perform-
ance in terms of CT values and linear quantification range.
For multiplex detection, the optimized concentrations of
the individual PRI-lock probes ranged from 250 pM to 2.5
Table 7: Isolates of plant pathogenic species and subgroups used in this study.
Phylum Order Species Isolate
Oomycota Peronosporales Phytophthora infestans VK98014
Phytophthora fragariae FVF01
Phytophthora sojae F. Govers 6497
Pythium undulatum CBS 157.64
Basidiomycota Ceratobasidales Rhizoctonia solani AG 2-2 IIIB 02–337 IRS
Rhizoctonia solani AG 4-1 PRI 4R91
Rhizoctonia solani AG 4-2 PRI 4R22
Ascomycota Hypocreales Fusarium oxysporum f. sp. radicis-
lycopersici
364N2
Myrothecium roridum PRI-15.2
Myrothecium verrucaria CBS 189.46
Phyllacorale Verticillium dahliae 809.97
Verticillium alboatrum 40.1
Nematoda Tylenchida Meloidogyne hapla HBA
Proteobacteria Enterobacteriales Erwinia carotovora sp.carotovora 103
Rhizobiales Agrobacterium tumefaciens PRI-IS4Page 11 of 14
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transferred into a thermal cycler. Before ligation, samples
were denatured at 95°C for 5 min. The samples were sub-
sequently subjected to 20 cycles of 30 s at 95°C and 5 min
at 65°C, followed by enzyme inactivation at 95°C for 15
min.
To monitor the ligation efficiency and provide a reference
for normalization, an Internal Ligation Control (ILC) PRI-
lock probe was constructed. The target complementary
regions of the ILC PRI-lock detect an artificial DNA
sequence, of which a fixed amount was added to each liga-
tion reaction, resulting in a standard ILC CT value of 15.5
for the AB7500 and the Biotrove OpenArray™. Variation
in the ligation reaction was monitored by comparing the
observed ILC CT values with the fixed ILC CT value. The CT
values were standardized using the following equation:
CT(x)AB7500/Biotrove = (15.5 - C) + CTo(x)
CT(x): the standardized CT value for PRI-lock probe (x)
C: observed ILC CT value
CTo(x): observed CT value for PRI-lock probe (x)
AB7500: 7500 Real-Time PCR system, Applied Biosystems
Biotrove: OpenArray™ NT Cycler, Biotrove Inc.
Probe capture, elution and exonuclease treatment
After ligation, 30 μl distilled water was added to each reac-
tion and the samples were denatured at 95°C for 10 min-
utes and rapidly transferred onto ice afterwards.
Capturing of the desthiobiotin moiety of the PRI-lock
probes was performed in 80 μl capturing mixture contain-
ing 1 M NaCl, 5 mM Tris-HCl, pH 7.5, 0.5 mM EDTA, 0.1
M NaOH and 200 μg magnetic MyOne™ Streptavidin C1
Dynabeads® (Dynal Biotech ASA, Oslo, Norway) and
rotated at 4°C for 1 hour. Subsequently, samples were
centrifuged at 2000 × g for 10 s, the Dynabeads® were col-
lected and separated from the sample via application of a
magnetic field and the Dynabeads® were washed with 100
μl washing solution containing 100 mM Tris-HCl, pH 7.5
and 50 mM NaCl. Consequently, the non target DNA and
possible co-extracted enzyme inhibitors are washed away.
The Dynabeads® were re-suspended in 10 μl distilled water
and incubated at 95°C for 10 minutes, allowing quantita-
tive elution of the PRI-lock probes from the Dynabeads®
[40]. Samples were rapidly transferred onto ice afterwards,
and the empty magnetic streptavidin beads were removed
via application of a magnetic field, leaving the washed
PRI-lock probes in the solution. Next, 10 μl of exonucle-
ase mixture [10 mM Tris-HCl, pH 9.0, 4.4 mM MgCl2, 0.1
mg/ml BSA, 0.5 U Exonuclease I (USB Europe GmbH,
Staufen, Germany) and 0.5 U Exonuclease III (USB
Europe GmbH, Staufen, Germany)] was added to each
reaction, and the samples were incubated at 37°C for 30
min, followed by enzyme inactivation at 95°C for 2.5 h.
Real-time PCR
Amplification of ligated PRI-lock probes was monitored
in real-time using the 7500 Real-Time PCR system
(Applied Biosystems, Foster City, USA). Reactions were
performed in 1× SYBR® Green PCR Master Mix (Applied
Biosystems, Foster City, USA) containing SYBR green I
dye, AmpliTaq Gold® DNA Polymerase, dNTPs with
dUTP, passive Reference 1, optimized buffer components,
0.12 μl AmpErase® Uracil N-glycosylase (Applied Biosys-
tems, Foster City, USA), 0.77 μM of each primer, 0.5 pg
PCR control template and 2.5 μl ligated PRI-lock mixture
as template. The reaction mixture was initially incubated
at 50°C for 2 min, followed by 10 min denaturation at
95°C, and 33 cycles of 15 s at 95°C and 1 min at 60°C.
Based on the calibration curves, the limit of the linear
range of quantification was around cycle 27 and therefore,
the maximum number of PCR cycles was set to 33. Fluo-
rescence was recorded in the 60°C step of each cycle, and
finally, the amplicon specificity was determined by study-
ing the individual melting curves.
Biotrove OpenArray™ real-time PCR
Amplification of ligated PRI-lock probes was followed in
real-time using an OpenArray™ NT Cycler (BioTrove Inc.,
Woburn, USA). OpenArray™ subarrays were pre-loaded by
Biotrove with the selected primer pairs. Each primer pair
was spotted in duplicate. Primer dilution experiments
were performed to optimize primer concentrations in the
OpenArray™ slides. Concentrations were optimized to
obtain minimum primer carry over during sample load-
ing and maximum CT values after PCR amplification. The
final assay concentration for all the spotted primer pairs
was 128 nM except the V. dahliae primer pair, which was
64 nM.
Samples were loaded into OpenArray™ plates using the
OpenArray™ NT Autoloader according to the manufac-
turer's protocols. Each subarray was loaded with 5.0 μl
mastermix containing 2.5 μl ligated PRI-lock mixture and
reagents in a final concentration of 1× LightCycler® Fast-
Start DNA Master SYBR Green I mix (Roche Diagnostics
GmbH, Mannheim, Germany), 0.2% Pluronic F-68
(Gibco, Carlsbad, USA), 1 mg/ml BSA (Sigma-Aldrich, St
Louis, USA), 1:4000 SYBR Green I (Sigma-Aldrich), 0.5%
(v/v) Glycerol (Sigma-Aldrich), 8% (v/v) deionzed forma-
mide (Sigma-Aldrich) and 1.0 pg PCR control template.
The PCR OpenArray™ thermal cycling protocol consisted
of 90°C for 10 min, followed by cycles of 28 s at 95°C, 1
min at 55°C and 70 s at 72°C (imaging step). The maxi-Page 12 of 14
(page number not for citation purposes)
BMC Genomics 2007, 8:276 http://www.biomedcentral.com/1471-2164/8/276mum number of PCR cycles was set to 27. Due to the
smaller reaction volume in the OpenArray™ plates, addi-
tives in the PCR master mix and different surface proper-
ties, the annealing temperature of the Biotrove
OpenArray™ system had to be adjusted to mimic the
actual PCR conditions in the 7500 Real-Time PCR system.
Simulation of Biotrove PCR conditions in Visual OMP 5.0
software (DNA Software Inc., Michigan, USA) estimated
that the 55°C annealing temperature in the Biotrove Ope-
nArray™ corresponded to a 60°C annealing temperature
in the 7500 Real-Time PCR system.
The Biotrove OpenArray™ NT Cycler System Software
(version 1.0.10.0) uses a proprietary calling algorithm
that estimates the quality of each individual CT value by
calculating a CT confidence value for the amplification
reaction. In our assay, CT values with CT confidence values
below 700 were regarded as background signals. The
remaining positive amplification reactions were analyzed
for amplicon specificity by studying the individual melt-
ing curves.
Authors' contributions
RvD performed probe development, participated in the
design of the study, optimized the described method, per-
formed data acquisition, data analysis and data interpre-
tation and drafted the manuscript.
MS participated in the design of the study, performed
sequence alignments, probe development, and revised the
manuscript critically.
PB participated in the design and coordination of the
study, and revised the manuscript critically.
JFS participated in the probe development and provided
substantial software expertise.
EO participated in optimizing the reaction conditions in
the OpenArrayTM slides.
GAK provided intellectual input and revised the manu-
script critically.
CDS Coordinated, supervised and contributed in the
design of the study, provided intellectual input to opti-
mize the developed method, helped to draft the manu-
script and revised the manuscript critically.
Acknowledgements
The authors would like to thank Tom Morrisson for helpful suggestions 
concerning the manuscript. We would also like to acknowledge Dr. Arjen 
Speksnijder for kindly providing us the Erwinia carotovora carotovora recA 
sequence data. This work was funded by the Dutch Ecogenomics consor-
tium, workpackage 3.4. Financial support was also obtained from the min-
istry of Agriculture, Nature & Food Quality and the Product Board for 
Horticulture Productschap Tuinbouw, the Netherlands. A patent applica-
tion for desthiobiotin labeled PRI-lock probes is currently pending (PCT/
NL2005/000807). Publication 4118 Netherlands Institute of Ecology 
(NIOO-KNAW).
References
1. Blyn LB: Biosensors and food protection.  Food Technology 2006,
60(2):36-41.
2. Lim DV, Simpson JM, Kearns EA, Kramer MF: Current and devel-
oping technologies for monitoring agents of bioterrorism
and biowarfare.  Clinical Microbiology Reviews 2005, 18(4):583-607.
3. Meyerson LA, Reaser JK: Biosecurity: Moving toward a compre-
hensive approach.  Bioscience 2002, 52(7):593-600.
4. Mothershed EA, Whitney AM: Nucleic acid-based methods for
the detection of bacterial pathogens: Present and future
considerations for the clinical laboratory.  Clinica Chimica Acta
2006, 363(1-2):206-220.
5. Sholberg P, O'Gorman D, Bedford K, Levesque CA: Development
of a DNA macroarray for detection and monitoring of eco-
nomically important apple diseases.  Plant Disease 2005,
89(11):1143-1150.
6. Tambong JT, de Cock A, Tinker NA, Levesque CA: Oligonucle-
otide array for identification and detection of Pythium spe-
cies (vol 72, pg 2691, 2006).  Applied and Environmental Microbiology
2006, 72(11):7429-7429.
7. Lievens B, Brouwer M, Vanachter A, Levesque CA, Cammue BPA,
Thomma B: Quantitative assessment of phytopathogenic fungi
in various substrates using a DNA macroarray.  Environmental
Microbiology 2005, 7(11):1698-1710.
8. Call DR: Challenges and opportunities for pathogen detection
using DNA microarrays.  Critical Reviews in Microbiology 2005,
31(2):91-99.
9. Ding C, Cantor CR: Quantitative analysis of nucleic acids--the
last few years of progress.  J Biochem Mol Biol 2004, 37(1):1-10.
10. Klein D: Quantification using real-time PCR technology:
applications and limitations.  Trends in Molecular Medicine 2002,
8(6):257-260.
11. Schena L, Nigro F, Ippolito A, Gallitelli D: Real-time quantitative
PCR: a new technology to detect and study phytopathogenic
and antagonistic fungi.  European Journal of Plant Pathology 2004,
110(9):893-908.
12. Lievens B, Brouwer M, Vanachter A, Cammue BPA, Thomma B: Real-
time PCR for detection and quantification of fungal and
oomycete tomato pathogens in plant and soil samples.  Plant
Science 2006, 171(1):155-165.
13. Schena L, Hughes KJD, Cooke DEL: Detection and quantification
of Phytophthora ramorum, P-kernoviae, P-citricola and P-
quercina in symptomatic leaves by multiplex real-time PCR.
Molecular Plant Pathology 2006, 7(5):365-379.
14. Tooley PW, Martin FN, Carras MM, Frederick RD: Real-time fluo-
rescent polymerase chain reaction detection of Phytoph-
thora ramorum and Phytophthora pseudosyringae using
mitochondrial gene regions.  Phytopathology 2006, 96(4):336-345.
15. Mackay IM: Real-time PCR in the microbiology laboratory.
Clinical Microbiology and Infection 2004, 10(3):190-212.
16. Brisson M, Hall S, Hamby RK, Park R, HK S: Optimization of mul-
tiplex reactions.  A-Z of quantitative PCR, edited by Bustin SA 2004, 1st
edition:636-640.
17. Klerks MM, Zijlstra C, van Bruggen AHC: Comparison of real-
time PCR methods for detection of Salmonella enterica and
Escherichia coli O157 : H7, and introduction of a general
internal amplification control.  Journal of Microbiological Methods
2004, 59(3):337-349.
18. Zijlstra C, Van Hoof RA: A multiplex real-time polymerase
chain reaction (TaqMan) assay for the simultaneous detec-
tion of Meloidogyne chitwoodi and M-fallax.  Phytopathology
2006, 96(11):1255-1262.
19. Morrison T, James H, Garcia J, Yoder K, Katz A, Roberts D, Cho J,
Kanigan T, Ilyin SE, Horowitz D, Dixon JM, Brenan CJH: Nanoliter
high throughput quantitative PCR.  Nucleic Acids Research 2006,
34(18):e123.
20. Nilsson M, Malmgren H, Samiotaki M, Kwiatkowski M, Chowdhary
BP, Landegren U: Padlock Probes - Circularizing Oligonucle-
otides for Localized DNA Detection.  Science 1994,
265(5181):2085-2088.Page 13 of 14
(page number not for citation purposes)
BMC Genomics 2007, 8:276 http://www.biomedcentral.com/1471-2164/8/276Publish with BioMed Central   and  every 
scientist can read your work free of charge
"BioMed Central will be the most significant development for 
disseminating the results of biomedical research in our lifetime."
Sir Paul Nurse, Cancer Research UK
Your research papers will be:
available free of charge to the entire biomedical community
peer reviewed and published immediately upon acceptance
cited in PubMed and archived on PubMed Central 
yours — you keep the copyright
Submit your manuscript here:
http://www.biomedcentral.com/info/publishing_adv.asp
BioMedcentral
21. Szemes M, Bonants P, de Weerdt M, Baner J, Landegren U, Schoen
CD: Diagnostic application of padlock probes-multiplex
detection of plant pathogens using universal microarrays.
Nucleic Acids Research 2005, 33(8):e70.
22. Hirsch JD, Eslamizar L, Filanoski BJ, Malekzadeh N, Haugland RP,
Beechem JM, Haugland RP: Easily reversible desthiobiotin bind-
ing to streptavidin, avidin, and other biotin-binding proteins:
uses for protein labeling, detection, and isolation.  Analytical
Biochemistry 2002, 308(2):343-357.
23. Nilsson M, Dahl F, Larsson C, Gullberg M, Stenberg J: Analyzing
genes using closing and replicating circles.  Trends in Biotechnol-
ogy 2006, 24(2):83-88.
24. Eldering E, Spek CA, Aberson HL, Grummels A, Derks IA, de Vos AF,
McElgunn CJ, Schouten JP: Expression profiling via novel multi-
plex assay allows rapid assessment of gene regulation in
defined signalling pathways.  Nucleic Acids Research 2003,
31(23):e153.
25. Schouten JP, McElgunn CJ, Waaijer R, Zwijnenburg D, Diepvens F,
Pals G: Relative quantification of 40 nucleic acid sequences by
multiplex ligation-dependent probe amplification.  Nucleic
Acids Research 2002, 30(12):e57.
26. Baner J, Isaksson A, Waldenstrom E, Jarvius J, Landegren U, Nilsson
M: Parallel gene analysis with allele-specific padlock probes
and tag microarrays.  Nucleic Acids Research 2003, 31(17):e103.
27. Baner J, Marits P, Nilsson M, Winqvist O, Landegren U: Analysis of
T-cell receptor V beta gene repertoires after immune stim-
ulation and in malignancy by use of padlock probes and
microarrays.  Clinical Chemistry 2005, 51(4):768-775.
28. Polz MF, Cavanaugh CM: Bias in template-to-product ratios in
multitemplate PCR.  Appl Environ Microbiol 1998,
64(10):3724-3730.
29. Dean FB, Hosono S, Fang LH, Wu XH, Faruqi AF, Bray-Ward P, Sun
ZY, Zong QL, Du YF, Du J, Driscoll M, Song WM, Kingsmore SF,
Egholm M, Lasken RS: Comprehensive human genome amplifi-
cation using multiple displacement amplification.  Proceedings
of the National Academy of Sciences of the United States of America 2002,
99(8):5261-5266.
30. Vora GJ, Meador CE, Stenger DA, Andreadis JD: Nucleic acid
amplification strategies for DNA microarray-based patho-
gen detection.  Applied and Environmental Microbiology 2004,
70(5):3047-3054.
31. Kalinina O, Lebedeva I, Brown J, Silver J: Nanoliter scale PCR with
TaqMan detection.  Nucleic Acids Research 1997,
25(10):1999-2004.
32. Denef VJ, Park J, Rodrigues JLM, Tsoi TV, Hashsham SA, Tiedje JM:
Validation of a more sensitive method for using spotted oli-
gonucleotide DNA microarrays for functional genomics
studies on bacterial communities.  Environmental Microbiology
2003, 5(10):933-943.
33. Lievens B, Thomma B: Recent developments in pathogen detec-
tion arrays: Implications for fungal plant pathogens and use
in practice.  Phytopathology 2005, 95(12):1374-1380.
34. Abruzzo LV, Lee KY, Fuller A, Silverman A, Keating MJ, Medeiros LJ,
Coombes KR: Validation of oligonucleotide microarray data
using microfluidic low-density arrays: a new statistical
method to normalize real-time RT-PCR data.  Biotechniques
2005, 38(5):785-792.
35. White TJ, Brun T, Lee S, Taylor J: Amplification and direct
sequencing of fungal ribosomal RNA genes for phylogenet-
ics.  PCR Protocols A guide to methods and applications Academic Press,
San Diego, USA 1990:315-320.
36. Ferris VR, Ferris JM, Faghihi J: Variation in Spacer Ribosomal
DNA in Some Cyst-Forming Species of Plant Parasitic Nem-
atodes.  Fundamental and Applied Nematology 1993, 16(2):177-184.
37. Rochelle PA, Fry JC, Parkes RJ, Weightman AJ: DNA Extraction for
16s Ribosomal-Rna Gene Analysis to Determine Genetic
Diversity in Deep Sediment Communities.  Fems Microbiology
Letters 1992, 100(1-3):59-65.
38. Waleron M, Waleron K, Podhajska AJ, Lojkowska E: Genotyping of
bacteria belonging to the former Erwinia genus by PCR-
RFLP analysis of a recA gene fragment.  Microbiology 2002,
148(Pt 2):583-595.
39. Gregory KJ, Bachas LG: Use of a biomimetic peptide in the
design of a competitive binding assay for biotin and biotin
analogues.  Analytical Biochemistry 2001, 289(1):82-88.
40. Holmberg A, Blomstergren A, Nord O, Lukacs M, Lundeberg J, Uhlen
M: The biotin-streptavidin interaction can be reversibly bro-
ken using water at elevated temperatures.  Electrophoresis
2005, 26(3):501-510.Page 14 of 14
(page number not for citation purposes)
